
CS Wilson/Allen Bow® 
                    Frame Covers

Raise the arch of the Frame and slide the cover onto it. Ensure 
the white band is on the underside of the arch so the patient 
does not come in contact with the seam.

Return the arch to its  
position and repeat with  
the other arch.

Use the square drape to protect the 
base of the frame. Slide the bar roll 
onto the centre bar of the frame if 
applicable.
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Consult the instructions for the Wilson Frame for guidance on correct positioning of the patient.

Covers to protect the Wilson or Allen Bow® Frame 
from damage and to aid infection control

CS Bow & Wilson Comfort 
Covers

Latex FreeCE MarkDo not reuse Non Sterile
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CS Prone  
Face Block 5” 
CSM-2550

CS Arm Supports
CSM-2575

CS Bow & Wilson 
Comfort Covers 
CSM-2608

To see the full range of Care Surgical Products, visit www.care-surgical.com

Compatible Products

CS Adjustable  
Prone Leg Cushions
CSM-2590
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