CARE SURGICAL CS Spine Frame Set

Components

1 Spine Frame, 4 x Straps
1 x Set Disposable Comfort Covers

- \ 1 x Chest Support, 2 x Hip Supports
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Loop the straps under the Tighten the straps until the e Place the chest and hip

side bars of the table and frame is firmly attached to supports on the frame as

through the buckles. the table to prevent movement shown so that the brackets
during the procedure. are over the frame.
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Push the clip down to lock To adjust the position of the supports, release
the support securely in the clip(s), raise the patients chest or hips,
position. slide the supports to the correct position,

re-fasten the clip(s).
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CARE SURGICAL CS Spine Frame Set

Patient positioning

L

0 For male patients, the chest support Ensure the iliac crest is in the
should be positioned directly under centre of the hip pads.

the nipples.

For female patients, move the chest
support towards the head to allow
easier positioning of the breasts.

Cleaning Instructions

\
Clean using standard Do not immerse in water Do not autoclave
hospital wipes
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