
CS Tony Prone™

Patient support for use in the safe prone positioning of the conscious or unconscious patient.

It is recommended that the CS Tony Prone™ is placed on a firm procedure bed or table.  
Pillows or supports must be used to support the patient’s head and legs.

Support the unconscious patient  
in the prone position.

The conscious patient can be supported in 
the prone position with head placed laterally.

 Do not exceed weight limit of the supporting table.

Ensure the CS Tony Prone™ is positioned  
with the recess towards the patient’s hips.
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SAFE DISPOSAL: customers should adhere to any local laws 
and regulations to the safe disposal of medical devices. 
DO NOT USE products that appear to be damaged or worn. 
In an event of product damage or patient injury, 
please contact Care Surgical.
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Only to be used by trained clinicians.Ensure product is secure before positioning patient.!
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