CARE SURGICAL CS Yellofin Compatible

Replacement Pads

CS Yellofin Compatible Replacement Pads Left (CSM-2964) and/or Right
(CSM-2965); use to support the patient’s limb safely and comfortably
whilst in the Yellofin Stirrup.

0 Position the patients leg and foot in the Ensuring the patient's leg is positioned Ensure the pad is attached securely
stirrup. correctly, take the stirrup pad straps utilising the Velcro® straps.
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and wrap the pad over and around the
leg, enclosing the patients limb.
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CS Yellofin Compatible

CARE SURGICAL Replacement Pads

Pad cleaning and disinfection

Cleaning

Clean the pad after each use. Clean using neutral warm soapy water. Clean using standard Do not immerse in water
Ensure the pad is dry before storage. DO NOT IMMERSE IN WATER hospital wipes

Disinfection

Disinfect using quaternary solution following the manufacturers recommendation
for achieving low level disinfection. Wipe dry with a clean cloth.

CAUTION:
Do not use cleaning Do not apply Do not use
solution at full strength tape to this pad Bleach
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