CARESURGICAL  ~g 1qple Rail Adaptor-US

Product Code: CSM2739-3

/N\Only to be used by trained clinicians. Ensure product is secure before positioning patient.

Position the rail adaptor Place the rail adaptor flush to the operating table rail.

in the desired position. Ensure the adaptor is placed with the clip on the inside Close the secure locking clip to
facing the operating table and the adaptor facing secure the adaptor ready for use.
outwards.

Cleaning instructions: ‘\

Clean using standard Do not immerse
hospital wipes in water
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