CARE SURGICAL CSPad1linch

Product Code: CSM2568-1

/\ Only to be used by trained clinicians. Ensure product is secure before positioning patient.

Cleaning instructions:

RS

Clean using standard Do not immerse in water
hospital wipes

Place under patient supports to raise them up when extra height is required.

A Do NOT put patient directly onto pad
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Do not autoclave
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