
Assembly Instruction
For CSM-2724 CS Stirrup Cart 

2.Put the tube on the rod.

3. Insert the screw through the hole 
in the tube and the rod.

4. Fix the screw with the 
corresponding nut. 

Remove the plastic shell1.
   from the base plate.
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5.Thread the plastic shell onto
the tubes.

6. Place the plastic tray on the 
base plate.

7.Put the elastic ring over the tubes and roll them down until they are 
in contact with the plastic shell.
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8. Install the handle onto the
tubes. Make sure that the hooks
are towards the base.

9. Screw it to the tube with the
M8 screw.

10. Tighten the screw using an
Allen key.

11. Cover the screw with the
plastic cap.
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Finished.


