CARESURGICAL  CS Thigh Supports (pair)

Patient Supports for use on the CS Spine Frame or spinal operating tables

—

Refer to the label on the support to ensure it is placed in the correct position on the table.
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Place the supports on the frame so Snap the locking clip shut to To adjust the position of the supports, release the
that the brackets are over the bars secure the support in position clip(s), raise the patient’s chest or hips, slide the
supports to the correct position, lock the clip(s)

Ensure the iliac crest is in the centre of the hip pads.
These products will support a patient weight of up to 250kg. Do not exceed the weight capacity of the operating table.

Cleaning instructions:

Clean using standard Do not immerse in water Do not autoclave
hospital wipes
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