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CS FlexiFin™ Stirrup Pads (Pair)   

Position the patient’s leg and foot in the 
stirrup, ensure that the patient’s heels are 
fully seated in the heel section of the boot 
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Close the stirrup boot pad with the straps 
by threading the appropriate hole over the 
hook provided. Ensure that the straps are 
fixed and the patient's leg is secured 
without too much tension on the strap or 
too much pressure on the back of the 
patient's foot.
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In the event of heavy contamination, the pad 
can be removed for better cleaning.Make sure 
that all silicon fasteners (J) are lose and the 
hook & loop on the back of the pad (K) is 
carefully separated to prevent damage to the 
cover before removing the pad from the boot. 
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After cleaning (the pad should be complete-
ly dry), put the pad back in the boot so that 
the hook & loop straps on the back of the 
pad (K) and in the boot are on top of each 
other and pull the lip of the cover (L) over 
the edge of the boot fins.

 4

Clean using standard
hospital wipes

Do not immerse 
in water

Do not autoclave

SAFE DISPOSAL: customers should adhere to any local laws 
and regulations to the safe disposal of medical devices. 
DO NOT USE products that appear to be damaged or worn. 
In an event of product damage or patient injury, 
please contact Care Surgical.
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Ref: CSM2996 - IFU (Rev.02) 04/2025

Product Code: CSM2996 

Only to be used by trained clinicians.Ensure product is secure before positioning patient.!
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