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2Slide the clamp to the desired 
position on the standard rail of 
the operating table and insert 
the blade of the stirrup.
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USA: Care Surgical LLC
43 Broad Street
Suite B106, Hudson, 
MA 01749, USA
Tel: 866-243-4107

SAFE DISPOSAL: customers should adhere to any local laws 
and regulations to the safe disposal of medical devices. 
DO NOT USE products that appear to be damaged or worn. 
In an event of product damage or patient injury, 
please contact Care Surgical.
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Ref: CSM3043 - IFU (Rev.01) 06/2025

Product Code: CSM3043

Only to be used by trained clinicians. Ensure product is secure before positioning patient.!

4Use the blue handle below to fix 
the clamp in the desired position 
on the standard rail.

Use the knob handle on the side 
to fix the stirrup to the clamp.

After the operation, loosen the blue 
handle to remove the stirrup 
including clamp.
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250kg
Maximum 

Patient Weight

Suitable for 25*10mm (EU), 28.5*9.5mm (US), and 30*8mm (JPN) side rails. 


